[Distribution of heat production in the tissues of the lower extremities during capacitative heating by a UHF field].
The authors described methods developed by them for measuring heat production in autopsy sections by taking pulse thermograms during local capacitative healing of tissues using special electrode devices filled in with liquid dielectric. Thermograms of heat production distribution on limb sections were shown. Qualitative peculiarities of heat production distribution determined by tissue topological structure, were analysed.